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TEST REPORT
Certificate of accreditation № AT-2621 / June 17, 2021, valid until October 2, 2022

Issued by ANSI National Accreditation Board (ANAB), USA, according to ISO/IEC 17025:2017

№ and date of test report RA53090 / 21/06/2021 Internal request for testing № RA53090 / 04/06/2021

Testing period 08/06/2021–21/06/2021

Customer: Dr. BIOMASTER LTD

Customer’s address: rc LULIN bl.346 fl.10 ap.43 region SOFIA, SOFIA

№ and date of assignment document: Application for testing dated June 4th, 2021 by Emilia Nikolova

Method of arrival of the test item: The sample was provided by courier "Speedy" with bill 
№1000614262064281420000910413

Date of receipt of test item: 04/06/2021

Test item: Cannabimax Soft 5% CBD oil, Batch number: 01L, Identification 
number: 3800217580718, Expiry date: 24.02.2023

Manufacturer: Dr. BIOMASTER LTD

Normative references : 0014-ILM-GT:2019, p.2

Number of test items: 1 item х 10 ml

Test performed by: M Chem Ivan Givechev

Test report issued by: Mchem Kristina Stancheva

TC GLOBALTEST Manager 
Dipl.eng.Dimitar Tanev

stamp signature

Results are listed on pages 2 to 3 ESD 7.8-1
NOTE:
Test results are only for the tested item. The report could be used only in its whole. Test report is valid only with "wet" stamp 
or signed electronically.
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RESULTS FROM TESTS – Test report  RA53090 / 21/06/2021

Type of characteristic / Parameter Method Unit of measurement Limit (Range) Result Uncertainty Test conditions Type

Cannabichromene (CBC) 0014-ILM-GT:2019, p.2 % Not specified 0.08 - T - 21.2°C; RH - 56% a

Cannabidiol (CBD) 0014-ILM-GT:2019, p.2 % Not specified 6.05 - T - 21.2°C; RH - 56% a

Cannabidiolic acid (CBDA) 0014-ILM-GT:2019, p.2 % Not specified < 0.003* - T - 21.2°C; RH - 56% a

Cannabigerol (CBG) 0014-ILM-GT:2019, p.2 % Not specified 0.08 - T - 21.2°C; RH - 56% a

Cannabigerolic acid (CBGA) 0014-ILM-GT:2019, p.2 % Not specified < 0.003* - T - 21.2°C; RH - 56% a

Cannabinol (CBN) 0014-ILM-GT:2019, p.2 % Not specified 0.05 - T - 21.2°C; RH - 56% a

Tetrahydrocannabinol (THC) 0014-ILM-GT:2019, p.2 % Not specified < 0.003* - T - 21.2°C; RH - 56% a

Tetrahydrocannabinolic acid (THCA) 0014-ILM-GT:2019, p.2 % Not specified < 0.003* - T - 21.2°C; RH - 56% a

*Under LOD

Photos

(a) – the test method is in scope of accreditation; (na) – the test method is out of scope of accreditation;
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(a) – the test method is in scope of accreditation; (na) – the test method is out of scope of accreditation;
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